CER ) STATE PUBLIC HEALTH LABORATORY " [RECE!VED
be ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT By Carol Day at 1:22 pm, Apr 16, 2019

Corﬁplete this report In dupllcate at the time of the regular monthly preventative malntenance check, and whenever Instrument is repaired.
Send copy to Depariment of Health and Senior Services; retaln original in departmeni file.
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B4 siMuLATOR soLuTiON : E-coMrrEssED BTHANGL-GASMETURE-

f8 stanDARD suPpLIER Gu¥h Vb s Lot# 13\h exp. oate 415114

[X SIMULATOR TEMPERATURE (346 o 02°¢) 340 simuLaTor sn b DAAOA  siMULATOR EXP DATE Eﬁu_‘i_

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three lests using a standard solution. All three tests must be within +5% of the standard vaiue and must have a spread of ,005 or

ass, Check the box corresponding to the standard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
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2875 James Baulevard
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‘ services providod on 2 rondisaiminalony basis

LAB-114



> GUTH LABORATORIES, INC.

520 RORTH 67th STREET @ HARRISBURG, PA 17114-4511 0 TELEPHONE! 717-584.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 12170 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on September 11, 2012, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1215% (w/vol) ethyl alcohol. The expiration date for this lot
number is September 5,2014 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

<<=/ J'

Ted L. Pauley, President
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerilliant Reference Standard lot number FN122211-02 whose

values are fraceable to NIST. .
All balances are calibrated annually by an outside agency using NIST traceable welghts,

Caltbration verification is done prior io each use utilizing NIST traceable weights,
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DEPARTMENT OF HEALTH

PER M IT
TYPE i

JASON WO BARR

Is hereby authorized to instruct and supervise operators, train instructors, inspect

calibrate, perform field repairs, and operate the following breath analyzer(s):

DATANVIASTER; ALCO-SSIINSORIV WPRINTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)

air. [ssued under the provisions of sections 577,02

12/21/2011

Date

210287

Number

Expires LM

MO 589-0771 (7-83)

0 through 577.041, RSMo 1986,

s S

Directar of State Fublic Health Laboratory

- ,47(;?[7:’1%#%

Director; Dapartment of Heallh

Lab, £ {R7-68)



